STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev, 8-98) OP! 051

AREA NAME

South Los Angeles

AREA NO.
530

Parilla

COORDINATOR NAME

1.D. NUMBER
17332

PAS MAKE/MODEL
Alco Sensor IV

PAS SERIAL NO.

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

DATE

SIMULATOR SOLUTION N

PAS ACCURACY
CHECK RESULTS*

CALIBRATION
REQUIRED

TEMP
(*C)

LOT NO.

VALUE

TEST #1

PAS
. | ReTEST
YES | NO | RESULTS

OPERATOR

REPAIRS/PROBLEMS/
COMMENTS

01/25/2007

0571311510A2220

.100

-

285

X

Parilla

(o

BT

Calibration




STATE QF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-88) OP! 051

AREA NAME AREA NQ. COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO. .
South Los Angeles 530 Parilla 17332 Alco Sensor IV EOY
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.
PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS* | REQUIRED
PAS
TEMP TEST#1 | TEST#2 | TEST#1 | TEST #2 ». | RETEST REPAIRS/PROBLEMS/
DATE | TIME | (°C) LOT NO. VALUE (Optional) (Optional)| YES | NO. | RESULTS | OPERATOR | 1.D.NO. COMMENTS
01/25/2007 | 4 09| 34 | 05J1311510A2220 | 100 | 2D L 152 A Parilla 17332 | /




STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

PAS MAKE/MODEL

CHP 202K (Rev. 9-98) OPI 051

AREA NAME

COORDINATOR NAME

Alco Sensor [V

TS HC

South Los Angeles
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.
eS| GATSuCy, |caEraon
TEMP TEST#1 | TEST #2 TEST #2 REPAIRS/PROBLEMS/
DATE TIME | (°C) (Optional) (Optional) { YES .D. NO. COMMENTS
01/25/2007 | &5 | 34 | 0511311510A2220 17332 | ¢
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STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OP! 051

PAS SERIAL NO.

AREA NAME AREA NO. COORDINATOR NAME .D. NUMBER PAS MAKE/MODEL
South Los Angeles 530 Parilla 17332 Alco Sensor IV BESG
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.
PAS PAS ACCURACY | CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS* | REQUIRED
PAS
TEMP TEST#1 | TEST#2 | TEST#1 | TEST#2 * RETEST REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optional) (Optional) | YES NO. | RESULTS OPERATOR 1.D. NO. COMMENTS

01/25/2007 | dpA | 34 | 05J1311510A2220 100 [ Lol A Parilla 17332 | 1«
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STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECKI/CALIBRATION LOG

CHP 202K (Rev. 9-98) OPI 051

AREA NAME

South Los Angeles

AREA NO.
530

COORDINATOR NAME
Parilla

1.D. NUMBER
17332

PAS MAKE/MODEL
Alco Sensor IV

PAS SERIAL NO.

S35

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION ' TEMP (°C) CHECK RESULTS* REQUIRED
- PAS
TEMP TEST#1 | TEST#2 | TEST#1 | TEST #2 *. | RETEST REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optional) (Optional){ YES NO .| RESULTS OPERATOR I.D. NO. COMMENTS
”,
01/25/2007 | 42%) | 34 | 0511311510A2220 | .100 | 282 e X Parilla 17332
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STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECKI/CALIBRATION LOG

CHP 202K (Rev. 9-98) OPI 051

AREA NAME
South Los Angeles

AREA NO.
530

Parilla

COORDINATOR NAME

1.D. NUMBER
17332

PAS MAKE/MODEL
Alco Sensor IV

PAS SERIAL NO.

535

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION : TEMP (°C) CHECK RESULTS* REQUIRED
- PAS
TEMP TEST#1 | TEST#2 | TEST#1 | TEST#2 % | RETEST REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optional) (Optional) | YES NO -} RESULTS OPERATOR [.D. NO. COMMENTS
01/25/2007 |\ | 34 | 05J1331510A2220 100 [ 2o . lov <. Parilla 17332 2
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STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (

PAS) DEVICE ACCURACY CHECK/CALIBRATIONLOG

CHP 202K (Rev. 9-98) OP} 051
AREA NAME AREA NO. COORDINATOR NAME 1.D. NUMBER n>w MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 . Alco Sensor [V HoRS

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

PAS PAS ACCURACY |[CALIBRATION
m:<_C_m>.~.ON SOLUTION ' TEMP (°C) CHECK RESULTS* REQUIRED
PAS
TEMP TEST#1 | TEST#2 | TEST#1 | TEST#2 « | RETEST REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO, VALUE (Optional) (Optional) | YES NO ™| RESULTS OPERATOR [.D. NO. COMMENTS
01/25/2007 [ W[40 | 34 | 0s511311510A2220 | .100 | 2% o5 X Parilla 17332 | 4=
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STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OPI| 051
AREA NAME AREA NO. COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO.

South Los Angeles 530 Parilla 17332 Alco Sensor IV Koo

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.
PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION ' TEMP (°C) CHECK RESULTS* REQUIRED
PAS
TEMP TEST #1 | TEST#2 | TEST#1 | TEST #2 .| RETEST REPAIRS/PROBLEMS/
DATE TIME (°C) LOT NO. VALUE (Optional) (Optionaly} YES NO ~| RESULTS OPERATOR 1.D. NO. COMMENTS
01/25/2007 To 34 05J1311510A2220 .100 20 23 X Parilla 17332 | {7
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STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECKI/CALIBRATION LOG
CHP 202K (Rev. 9-98) OPI 051

AREA NAME AREA NO. COORDINATOR NAME D, NUMBER PAS MAKE/MODEL PAS SERIAL NO. ,
South Los Angeles 530 Parilla 17332 Alco Sensor [V wmo @3

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS* | REQUIRED
PAS
TEMP TEST#1 | TEST#2 | TEST#1 | TEST #2 .| RETEST REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optional) (Optional)| YES NO .| RESULTS OPERATOR 1.D. NO. COMMENTS

01/25/2007 | 9olo 34 | 05J1311510A2220 100 py.) el X Parilla 17332 |8




STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 8-98) OPI 051

AREA NAME AREA NO, COORDINATOR NAME 1.0. NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 Alco Sensor IV = “t

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

PAS PAS ACCURACY | CALIBRATION
SIMULATOR SOLUTION . TEMP (°C) CHECK RESULTS* | REQUIRED
- PAS
TEMP TEST#1 | TEST#2 | TEST#1 | TEST#2 *. | RETEST REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optional) (Optional) | YES NO .| RESULTS OPERATOR 1.D. NO. COMMENTS

01/25/2007 Q1 | 34 | 05J1311510A2220 100 2o Bl < Parilla 17352 | (2
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STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL
PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG
CHP 202K (Rev. 9-98) OP! 051
AREA NAME AREA NO. COORDINATOR NAME 1.0. NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 Alco Sensor IV E7<L™
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST,
PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS* | REQUIRED
PAS
TEMP TEST#1 | TEST#2 | TEST#1 | TEST#2 .| RETEST REPAIRS/PROBLEMS/
DATE | TIME | (°C) LOT NO. VALUE (Optional) (Optional)| YES | NO { RESULTS | OPERATOR | ID.NO. COMMENTS
01/25/2007 | 9145 | 34 | 05J1311510A2220 | .100 |9 104 < Parilla 17332 | |15
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STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 8-98) OPI 051

AREA NAME AREA NO. COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 Alco Sensor IV =B)o

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION . TEMP (°C) CHECK RESULTS* | REQUIRED
PAS
TEMP | TeST#1 | TESTH#2 | TEST#1 | TEST #2 | reTEST REPAIRS/PROBLEMS/
DATE | TIME | (°C) LOT NO. VALUE (Optional) (Optional) | YES | NO | RESULTS OPERATOR | L.D. NO. COMMENTS

012572007 |g24__ | 34 | 0571311510A2220 | 100 | 9 099, X Parilla 17332 | 1




STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING

(PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OPI 051
AREA NAME AREANO.  |COORDINATOR NAME PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Parilla Alco Sensor IV AD\\‘W.\\A\

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION ) TEMP (°C) CHECK RESULTS* REQUIRED
PAS
TEST#1 | TEST#2 . RETEST REPAIRS/PROBLEMS/
DATE TIME LOT NO. VALUE (Optional) NO. | RESULTS OPERATOR 1.D. NO. COMMENTS
01/25/2007 | 4B 05J1311510A2220 .100 2 > Parilla 17332 | (
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STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (

CHP 202K (Rev. 9-98) OPI 051

PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

AREA NAME AREA NO, COORDINATOR NAME 1.0, NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 Alco Sensor [V s&9€

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION. TEMP (°C) CHECK RESULTS* | REQUIRED
PAS
TEMP TEST#1 | TEST#2 | TEST#1 | TEST #2 . | RETEST REPAIRS/PROBLEMS/
DATE | TIME | (°C) LOT NO. VALUE (Optional) (Optional) | YES | NO °| RESULTS OPERATOR 1.D. NO. COMMENTS

01/25/2007 | 4% | 34 | 0571311510A2220 100 | 49 049 Y Parilla 17332 | 5~




STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE >Oocm>0< CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OP! 051
AREA NAME e |AREANO.  |COORDINATOR NAME 0. NUMBER PAS MAKE/MODEL PAS SERIAL NO. i
South Los Angeles 530 Parilla 17332 Alco Sensor IV Kss<g

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, <<I_OIm<m_» OCCURS FIRST.

PAS PAS ACCURACY | CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS* | REQUIRED
; PAS
TEMP: TEST#1 | TEST#2 | TEST#1 | TEST #2 .. | RETEST REPAIRS/PROBLEMS/
DATE | TIME | (°C) LOT NO. VALUE (Optional) (Optional)| YES | NG. | RESULTS OPERATOR | 1.D. NO. COMMENTS
01/25/2007 |f;24 | 34 | 0513115102220 | .100 | 27 094 X Parilla 17332 | 7
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STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OP| 051
AREA NAME AREA NO. COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO.

South Los Angeles 530 Parilla 17332 Alco Sensor IV K& T

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.
PAS PAS ACCURACY | CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS* | REQUIRED
PAS
TEMP TEST#1 | TEST#2 | TEST#1 | TEST #2 . | RETEST REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optional) (Optional) | YES | NO" | RESULTS OPERATOR 1.D. NO. COMMENTS
01/25/2007 | &% | 34 | 05J1311510A2220 100 | AL R Y " Parilla 17332 | 77
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STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OPI 051

AREA NAVE AREANO.,  |COORDINATOR NAME 0. NUMBER PAS MAKEMODEL PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 Alco Sensor IV } D2’
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.
PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS* | REQUIRED
PAS
TEMP TEST#1 | TEST#2 | TEST #1 | TEST #2 .} RETEST REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optional) (Optional){ YES | RESULTS OPERATOR 1.D. NO, COMMENTS

01/2572007 [iBlle | 34 | 05J1311510A2220 100 197 A Parilla 17332 | 4
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STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev, 9-98) OPI 051

AREA NAME AREA NO, COORDINATOR NAME 1.0. NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 Alco Sensor IV \ %@ wr\
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.
PAS PAS ACCURACY | CALIBRATION
SIMULATOR SOLUTION ' TEMP (°C) CHECK RESULTS™ REQUIRED
- PAS
. TEMP TEST#1 | TEST#2 | TEST#1 | TEST #2 *. 1 RETEST REPAIRS/PROBLEMS/
DATE TIME °C) LOT NO. VALUE (Optional) (Optional) | YES NO.. | RESULTS OPERATOR .D. NO. COMMENTS

01/25/2007 \B2% | 34 | 0511311510A2220 100 | 3 - 12%7 A Parilla 17332 | ¥




STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECKI/CALIBRATION LOG
CHP 202K (Rev. 9-98) OPI 051

AREA NAME AREANO. | COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERJAL NO.
South Los Angeles 530 Parilla 17332 Alco Sensor [V 1 5l &Y
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.
PAS PAS ACCURACY | CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS* | REQUIRED
PAS
TEMP TEST #1 | TEST#2 | TEST#1 | TEST #2 ». | RETEST REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optional) (Optional) | YES | NO .| RESULTS OPERATOR 1.D. NO. COMMENTS

01/25/2007 | 1225 | 34 | 05J1311510A2220 .100 it o R — Parilla 17332 | 2




STATE QOF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OPI| 051
AREA NAME AREA NO. COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 Alco Sensor [V / Q'.V?nn.
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.
PAS PAS ACCURACY |CALIBRATION _
SIMULATOR SOLUTION . TEMP (°C) CHECK RESULTS* | REQUIRED
PAS
TEMP TEST#1 | TEST#2 | TEST#1 | TEST #2 ». | RETEST REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optional) (Optional)| YES | NO. | RESULTS OPERATOR 1.D. NO. COMMENTS
01/25/2007 |39\ | 34 | 05J1311510A2220 .100 2L . O £ Parilla 17332 | |




STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OP! 051

AREA NAME
South Los Angeles

AREA NO,
530

COORDINATOR NAME .

Parilla

1.D. NUMBER
17332

PAS MAKE/MODEL
Alco Sensor [V

PAS SERIAL NO.

(Sers—

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION ' TEMP (°C) CHECK RESULTS* REQUIRED
PAS
TEMP TEST#1 | TEST#2 | TEST#1 | TEST#2 . RETEST REPAIRS/PROBLEMS/
DATE TIME (°C) LOT NO. VALUE (Optional) (Optional) | YES NO. | RESULTS OPERATOR 1.D. NO. COMMENTS
01/25/2007 [y ¥/2. | 34 | 05J1311510A2220 100 | 2% W nd o Parilla 17332 | 2%




STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) _um<_om >Oocm>o< CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OPI 051

AREA NAME AREA NO. COORDINATOR NAME I.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 Alco Sensor [V /o2

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION ' TEMP (°C) CHECK RESULTS* REQUIRED
) PAS
TEMP TEST#1 | TEST#2 | TEST#1 | TEST#2 .| RETEST REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optional) (Optional) | YES NO | RESULTS OPERATOR 1.D. NO. COMMENTS

01/25/2007 [it(e 34 | 05J1311510A2220 100 2 S . _ Parilla 17332 l




STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OPI 051

AREA NAME AREA NO, COORDINATOR NAME 1.0. NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 Alco Sensor [V \ & QU\AQ
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.
PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION K TEMP (°C) CHECK RESULTS* REQUIRED
PAS
TEMP TEST#1 | TEST#2 | TEST#1 | TEST#2 *. | RETEST REPAIRS/PROBLEMS/
DATE TIME (°C) LOT NO. VALUE (Optional) (Optional)| YES NO . | RESULTS OPERATOR 1.D. NO. COMMENTS

01/25/2007 § Z\S | 34 | 05J1311510A2220 100 | 2% D9y N Parilla 17332




STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING
CHP 202K (Rev. 9-98) OPI 051

(PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

AREA NAME AREA NO. COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 Alco Sensor IV (ML
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.
PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS* | REQUIRED _
PAS
TEMP TEST#1 | TEST#2 | TEST#1 | TEST #2 .| RETEST REPAIRS/PROBLEMS/
DATE TIME (°C) LOT NO. VALUE (Optional) (Optional)| YES NO | RESULTS OPERATOR I.D. NO. COMMENTS
01/25/2007 [y | 34 | 05J1311510A2220 .100 Y Ao o Parilla 17332 | 9




STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG
CHP 202K (Rev. 9-98) OPI 051

AREA NAME AREA NO, COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 Alco Sensor IV 1 o=t
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.
PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS* | REQUIRED
\ PAS
TEMP TEST#1 | TEST#2 | TEST #1 | TEST #2 .| RETEST REPAIRS/PROBLEMS/
DATE | TIME | (°C) LOT NO. VALUE (Optional) (Optional) | YES | NO -| RESULTS OPERATOR | 1.D. NO. COMMENTS

01/25/2007 &.V\\N\. 34 05J1311510A2220 100 21 NERY b Parilla 17332 {




STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OPI 051

AREA NAME

South Los Angeles

AREANO.
530

COORDINATOR NAME

Parilla

1.0, NUMBER
17332

PAS MAKE/MODEL
Alco Sensor IV

PAS SERIAL NO.

/B0 G

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION . TEMP (°C) CHECK RESULTS* | REQUIRED
PAS
TEMP TEST#1 | TEST#2 | TEST#1 | TEST#2 .| RETEST REPAIRS/PROBLEMS/
DATE TIME (°C) LOT NO. VALUE (Optional) (Optional) | YES NO | RESULTS OPERATOR 1.D. NO. COMMENTS
01/25/2007 | ;332 | 34 | 0511311510A2220 | .100 |7 155 ~<_ Parilla 17332 | /




STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG
CHP 202K (Rev. 9-98) OPI 051

AREA NAME AREA NO, COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERJAL NO.
South Los Angeles 530 Parilla 17332 Alco Sensor IV | (& 78RS
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.
PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION . TEMP (°C) CHECK RESULTS® | REQUIRED
PAS
TEMP TEST#1 | TEST#2 | TEST#1 | TEST #2 . RETEST REPAIRS/PROBLEMS/
DATE | TIME | (°C) LOT NO. VALUE (Optional) (Optional) | YES | NO* | RESULTS OPERATOR 1.D. NO. COMMENTS

01/25/2007 |84 ( 34 05J1311510A2220 100 14 L1022 X Parilia 17332 l
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STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OPI 051

AREA NAME
South Los Angeles

AREA NO.
530

COORDINATOR NAME

Parilla

1.0. NUMBER
17332

PAS MAKE/MODEL
Alco Sensor [V

PAS SERIAL NO.

\M‘.ﬂdrﬂ

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

PAS PAS ACCURACY | CALIBRATION
SIMULATOR SOLUTION . TEMP (°C) CHECK RESULTS* | REQUIRED
PAS
TEMP TEST#1 | TEST#2 | TEST#1 | TEST #2 +. | RETEST REPAIRS/PROBLEMS/
DATE TIME (°C) LOT NO. VALUE (Optional) (Optional) | YES NO. .| RESULTS OPERATOR 1.D. NO. COMMENTS
01/25/2007 \wwb 34 | 05J1311510A2220 .100 0% A2/ < Parilla 17332 | (




.y

STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) Um<_0m ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OPI 051 . |
AREA NAME AREA NO. COORDINATOR NAME 1.D. NUMBER PAS §>xm\%oom_. PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 Alco Sensor IV 780
PAS DEVICES SHALL BE CHECKED FOR ACCURAGY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.,
PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION. TEMP (°C) CHECK RESULTS* | REQUIRED
PAS :
TEMP TEST#1 | TEST %N TEST#1 | TEST #2 . | RETEST REPAIRS/PROBLEMS/
DATE TIME (°C) LOT NO. VALUE (Optioral) (Optional){ YES NO .| RESULTS OPERATOR I.D. NO. COMMENTS
01/25/2007 [18%4 | 34 | 0571311510A2220 .100 23 «10R « Parilla 17332 | |
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“STATE OF CALIFORNIA

{

DEPARTMENT OF CALIFORNIA -HIGHWAY PATROL . ) .
PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURAQY CHECK/CALIBRATION LOG
CHP 202K (Rev. 9-98) OPI 051 , , - ‘
AREA NAME AREA NO. COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 Alco Senspr IV Y7 s> |
PAS DEVICES SHALL BE CHECKED FOR ACCURACY, .m<mm< 10-DAYS OR EVERY, 150 TESTS, WHICHEVER OCCURS FIRST.
. PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION. TEMP (°C) CHECK RESULTS* | REQUIRED
PAS
TEMP . TEST#1 | TEST#2| TEST#1 | TEST #2 RETEST . REPAIRS/PROBLEMS/
DATE TIME | (°C) . LOT NO. VALUE | Optionaty| - (Optional) | YES | NO [RESULTS OPERATOR | 1.D. NO. COMMENTS
01/25/2007 |aM4 | 34 | 0511311510A2220 | .100 | 97 Ll A Parilla 17332 | |
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STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) Um<_0m ACCURA

CY CHECKICALIBRATION LOG

CHP 202K (Rev. 9-98) OPI 051
AREA NAME AREA NO, COORDINATOR NAME .D. NUMBER PAS _$>_Am><_ODm_v PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 Alco Sehsor IV Y57
PAS DEVICES SHALL BE CHECKED FOR ACCURAGQY EVERY 10 DAYS OR EVERY 150 TESTS, <<I_OIm<mZ OCCURS FIRST.
PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS* | REQUIRED
. PAS
TEMP .| TEST#1 | TEST TEST#1 | TEST #2 *. | RETEST REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optiorfal) (Optional)| YES | NO .| RESULTS OPERATOR 1.D. NO. COMMENTS
01/25/2007 N37©" | 34 | 0511311510A2220 100 | 22 fo® % Parilla 17332 | A
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